Materials and structures that enable long-term, intimate coupling of flexible electronic devices to biological systems are critically important to the development of advanced biomedical implants for biological research and for clinical medicine. By comparison with simple interfaces based on arrays of passive electrodes, the active electronics in such systems provide powerful and sometimes essential levels of functionality; they also demand long-lived, perfect biofluid barriers to prevent corrosive degradation of the active materials and electrical damage to the adjacent tissues. Recent reports describe strategies that enable relevant capabilities in flexible electronic systems, but only for capacitively coupled interfaces. Here, we introduce schemes that exploit patterns of highly doped silicon nanomembranes chemically bonded to thin, thermally grown layers of SiO 2 as leakage-free, chronically stable, conductively coupled interfaces. The results can naturally support high-performance, flexible silicon electronic systems capable of amplified sensing and active matrix multiplexing in biopotential recording and in stimulation via Faradaic charge injection. Systematic in vitro studies highlight key considerations in the materials science and the electrical designs for highfidelity, chronic operation. The results provide a versatile route to biointegrated forms of flexible electronics that can incorporate the most advanced silicon device technologies with broad applications in electrical interfaces to the brain and to other organ systems.
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flexible electronics | neuroscience | brain interface | bioelectronics I mplantable electronic systems for electrophysiological sensing and stimulation are of increasing importance for monitoring, diagnosis, and treatment of neurological disorders (1) (2) (3) (4) (5) (6) (7) (8) . Technical requirements for electrical interfaces that offer high spatial and temporal resolution over large areas of the brain demand the use of flexible arrays of electrodes that incorporate integrated, high-performance electronics. Such platforms have the potential to allow for soft and noninvasive interfaces to the soft, curvilinear, moving surfaces of living tissues, with long-lived, stable operation while fully immersed in biofluids (9) (10) (11) (12) . The most advanced microelectrocorticography (μECoG) systems support >1,000 electrodes per square centimeter, with transistors at each node for local signal amplification and multiplexed addressing (9, (13) (14) (15) (16) (17) (18) (19) (20) , as qualitative advances over simple, passive arrays of electrodes (6, 21) . Despite the appealing attributes of such systems in performance and scalability, penetration of biofluids through the interface materials (electrodes and/or encapsulation layers) into the active electronic components often occurs quickly (hours to days). The resulting parasitic pathways for current leakage and the corrosive effects on the electronic materials lead to catastrophic failure in the active components and the measurement systems, with the additional potential for damage and/or unwanted stimulation of the adjacent tissues (22) (23) (24) (25) (26) . Recent work demonstrates that ultrathin encapsulating layers of SiO 2 derived from thermal growth on the surfaces of silicon wafers (t-SiO 2 ) can serve simultaneously as effective barriers to biofluids and as dielectrics for capacitive coupling to underlying electronic systems for electrophysiological sensing (27, 28) . Here, the materials perfection and water impermeability of the t-SiO 2 leads to device lifetimes of many decades (estimated through accelerated testing), limited only by slow hydrolysis of the t-SiO 2 itself. Although useful in many scenarios of interest, the fundamental design requires that the capacitance between each t-SiO 2 -coated sensing electrode and the surrounding tissue must be at least one order of magnitude larger than that of the capacitance associated with the gate of the corresponding sensing transistor to avoid signal attenuation (28, 29) . This consideration favors decreases in the thickness of the Significance A critical challenge for flexible biomedical implants is in the development of materials and structures that enable intimate coupling to biotissues with long-term stability. The results presented here address this problem through a materials and integration strategy that combines highly doped silicon nanomembranes chemically bonded to thin films of thermal silicon dioxide in a construct that simultaneously serves as a biofluid barrier and a conductively coupled biointerface. Use of this approach with various flexible electronic systems, including passive and active electrodes for electrophysiological sensing and electrical stimulation, illustrate capabilities in high-fidelity operation. Systematic accelerated lifetime studies in artificial biofluids highlight the stability of these systems for chronic operation, without electrical leakage or other forms of degradation.
t-SiO 2 and increases in the sizes of the electrodes. Unfortunately, the former limits the lifetimes, while the latter limits the spatial resolution (28) . Furthermore, the capacitive construction restricts capabilities in electrical stimulation. An ideal solution would provide direct electrode/tissue interfaces for conductively coupled sensing and Faradaic charge injection (30) , without compromising the barrier performance of the system, to enable stable, chronic operation in a manner that can scale naturally to high levels of spatial resolution.
The following results represent a solution that exploits a unique biointerface constructed from thin, highly doped pads of silicon (silicon nanomembranes, p ++ -Si NMs) intimately bonded to a layer of t-SiO 2 . The p ++ -Si NMs serve as electrical connections between electronics on the back of this interface structure and targeted tissues on the front, through small, aligned openings in the t-SiO 2 . Here, metal electrodes patterned on the side of the t-SiO 2 opposite to the p ++ -Si NMs form electrical contacts to surrounding tissues. A system of electronics on the other side provides active, multiplexed sensing/stimulating functionality that connects through the p ++ -Si NMs to these electrodes. In this way, the p ++ -Si NMs simultaneously serve as an essential part of the encapsulating structure (with the t-SiO 2 ) and as conductively coupled interfaces to tissues, on one side, and to the channels of silicon transistors for sensing and multiplexed addressing on the other. The intimate, chemically bonded interface between the p ++ -Si NMs and the t-SiO 2 , together with the slow rates of dissolution of these defect-free layers, yields chronically stable operation. The dual-sided geometry is critically important because it enables electrical biointerfaces at high areal coverages, independent of the area occupied by the electronics. This architecture combines the following attractive features for applications in μECoG: (i) conductive coupling between targeted organs and electrodes, for high-fidelity recording and/or efficient stimulation, (ii) multiplexed active electronics for matrix addressing and for signal amplification on a per-channel basis, (iii) sealed configuration for low leakage currents and chronic stability against penetration of biofluids, (iv) dual-sided design for maximized area for sensing/stimulating and for electronic functionality, and (v) thin and flexible construction for interfaces that can extend over large areas and across curved surfaces. Electrical performance assessments, dissolution tests, leakage measurements, and temperature-dependent studies reveal the key characteristics of systems with these designs. In vitro assessments demonstrate advantages over capacitively coupled alternatives, including capabilities in electrical stimulation. These concepts form the foundations for large-scale, flexible biointegrated electronic functionality for exploratory research and clinical applications related to the brain, the peripheral nervous system, the heart, and other organ systems. (Fig. 1  A, I ). Subsequent processing yields n-type metal-oxidesemiconductor field-effect transistors (MOSFETs) on the SOI, where some patterned regions of the silicon serve as the conductively coupled biointerface (p ++ -Si) and others as the semiconductor material for the back-plane transistors (n ++ -Si) ( Fig. 1  A, II , Left: 3D illustration; Right: schematic cross-section).
Results and Discussion
Bonding the top side of this platform to a glass substrate coated with a thin film (13 μm) of polyimide (PI) and then eliminating the Si substrate yields an electronic system with the buried SiO 2 of the SOI wafer (i.e., t-SiO 2 ) on the surface (Fig.  1 A, III) . Here, PI offers good thermal and chemical resistance as a bottom-side supporting layer. Removing the t-SiO 2 in small regions aligned to the p ++ -Si islands through a combination of dry and wet etching steps exposes local areas of the p ++ -Si ( Fig. 1 A, IV, Left: 3D illustration; Right: schematic cross-section). Forming metal pads aligned with the p ++ -Si establishes electrode interfaces with high areal coverage. Peeling the system away from the glass substrate yields a piece of flexible electronics that incorporates an array of conductively coupled electrical connections to the surrounding biological target (Fig. 1 A, V, Left and Middle: 3D illustration; Right: schematic cross-section). Here, the p ++ -Si and t-SiO 2 act together as a defect-free barrier that prevents penetration of biofluids through to the back side of the system and as an interface for Faradic contact with biological tissues. In the following, we refer to these combined structures of p ++ -Si and tSiO 2 as p ++ -Si // t-SiO 2 . Systematic tests demonstrate the exceptionally high effectiveness of biofluid isolation provided by the p ++ -Si // t-SiO 2 . For these studies, the thicknesses of the p ++ -Si and t-SiO 2 are 170 nm and 1 μm, respectively. The test structure utilizes a thin film (300 nm) of Mg deposited by electron-beam evaporation ( ++ -Si and t-SiO 2 , the following experiments use elevated temperatures as a means to accelerate experiments to fall within a reasonable timeframe for studying failure-related chemical/physical processes. These temperatures also allow for comparison with previously published work on the dissolution of Si-based materials (27) . As shown in Electrochemical impedance spectroscopy measurements using passive electrodes formed with p ++ -Si // t-SiO 2 provide additional information. Fig. 1C , Left and SI Appendix, Fig. S5A present a schematic illustration and a microscope image of the device structure, respectively. An opening (diameter: 100 μm) formed through the t-SiO 2 defines an area of p ++ -Si that connects to an electrode of gold deposited on the back side. Fig. 1C , Middle shows the magnitude of the impedance and the phase angle obtained during immersion in PBS (pH = 7.4). The impedance is initially ∼450 kΩ at 1 kHz and then decreases significantly after 3 d at 96°C, coincident with penetration of PBS to the underlying Au electrical interconnects due to complete dissolution of the p ++ -Si layer (Fig. 1C, Right) . Statistical studies yield consistent findings (SI Appendix, Fig. S5B ). Collectively, these impedance and water permeation tests firmly establish the potential of the p ++ -Si // t-SiO 2 structure as a stable, waterimpermeable platform for Faradaic biointerfaces, with relevance to electrical recording and stimulation.
Leakage Analysis in Active Electronics. Functional evaluations during immersion in PBS reveal the lifetime and operational stability of active, flexible electronic systems that exploit this interface structure. Here, each test device includes an n-type MOSFET (channel length: L eff = 16 μm, width: W = 400 μm) with a p ++ -Si // t-SiO 2 interface exposed to PBS solution on one side and electrically connected to the gate electrode of the MOSFET on the other (∼60-nm-thick device Si and 1-μm-thick SiO 2 ). A schematic illustration and several photographs appear in SI Appendix, Fig. S6 . Fig. 2A mobilities
at 96°C. After this time period, the leakage current increases suddenly and the devices fail catastrophically (Fig. 2 A, Right Inset and Fig. 2B, Inset) . The lifetimes evaluated in the same manner but at 65 and 70°C are 14 and 8 d, respectively (SI Appendix, Fig. S7 ). Similar devices with coatings of Au (thickness: 300 nm) deposited by thermal evaporation on the side of the p ++ -Si in contact with PBS have lifetimes of 3 d at 96°C, consistent with reduced rates of diffusion that follow from presence of the metal (Fig. 2C) . Additional studies reveal lifetimes of 6 d at 90°C, 14 d at 70°C, and 50 d at 60°C (SI Appendix, Fig. S8 ). These trends are consistent with Arrhenius scaling of the rate of dissolution of the silicon. Specifically (Fig.  2D) 
Sealed and Conductively Coupled Active Electronics. Integration of sensing electrodes of Au (300 nm) onto p ++ -Si (60 nm) // t-SiO 2 (1 μm) yields platforms that can support arrays of silicon transistors for active matrix readout, as a class of flexible electronics with sophisticated capabilities in neural interfaces. Fig. 3A shows an exploded view illustration of a representative device from top to bottom. The overall system in this case consists of 64 multiplexed sensing sites (eight columns and eight rows), each with an area of 360 × 360 μm, such that the total size of the matrix is 3.2 × 3.2 mm (Fig. 3 A and B and SI Appendix, Supplementary   Note 1 and Figs. S9-S12 ). In the system used for testing (Fig.  3C) , each site contains two transistors (channel length L eff = 16 μm, width W = 80 μm, thickness = 60 nm). One serves as a multiplexer and the other as an amplifier for conductive sensing through the Au pads and their interface, via the p ++ -Si // t-SiO 2 , to the gate electrode. Here, each small opening through the t-SiO 2 to the p ++ -Si establishes an electrical contact point to a large Au pad (360 × 360 μm) as the biointerface. As mentioned previously, the dual-sided nature of this configuration allows each pad to cover the entire area of the unit cell, independent of the size and configuration of the electronics on the opposite side. Specifically, the fill factor, as defined by the ratio of the cumulative area of the electrodes to the total area of the system, can approach values close to 100% even though the p ++ -Si regions have a fill factor of only ∼5% or less. These numbers are important because they highlight the ability to achieve both high fill factor for sensing/stimulation and, simultaneously, effective use of available area for the associated back-plane electronics. The ultimate resolution of this platform is limited only by the size of the transistor. Minimizing the size of the p ++ -Si, and covering the total area of the unit cell on the biology side with metal for the sensing electrode enables both high fill factor (∼100%) and high resolution. Optical images of a unit cell before and after coating with Au appear in Fig. 3D . The scanning electron microscopy image highlights the step edge between the t-SiO 2 and the adjacent p ++ -Si in the region of the opening. The active matrix design allows measurement of biopotentials at each unit cell in a rapid time sequence for external recording with a minimal number of addressing wires (9) . Fig. 3E illustrates the transfer (Fig. 3E , Left, linear and log scale) and output (Fig. 3E, Right) characteristics of a test transistor fabricated together with the active matrix system on the same platform. The measurements indicate a mobility of ∼600 cm 2 ·V −1 ·s −1 , an on/off ratio of ∼10 7 , a subthreshold swing of ∼200 mV/dec, a threshold voltage of 0.7 V, and ohmic contact behavior (details appear in Materials and Methods). Statistics of other such transistors from 10 different samples show only minor variations in these parameters ( Fig. 3F and SI Appendix, Fig. S13 ). Electrically biasing the PBS solution allows evaluations of the sensing capabilities of the full array and associated back-end data acquisition (DAQ) system with a Pt reference electrode (Fig. 3G and SI Appendix, Figs. S14 and S15). Fig. 3H shows the output characteristics of the amplifier. The sensing unit demonstrates a voltage gain (the ratio of output voltage to input voltage) of 0.99, close to the ideal value of 1 for this circuit design, as demonstrated with an alternating current (ac) signal of ∼3 mV at 10 Hz. A 64-channel system with 100% yield (defined as the number of working units divided by the number of total sensing nodes) appears in Fig. 3I .
In Vitro Assessment of Electrical Performance. Fig. 4A displays histogram plots of the gain across the channels of a representative device, where the average signal magnitude (peak-to-peak) is 2.79 mV for an input of 2.8 mV at 10 Hz. The mean per-channel noise is ∼37 μV (median: 33 μV) (Fig. 4B) and signal-to-noise ratio is 29 dB (2.8 mV) (Fig. 4C) , with high uniformity across the system. Cumulative statistics on the average gain values and yields indicate the high levels of reproducibility and uniformity that can be achieved routinely (Fig. 4 D and E) . The total leakage current of the full array system is less than 15 nA, which is comparable to the measurement noise of the DAQ system. This value falls well below levels for safe operation for a device of this size according to International Organization for Standardization standards ISO 14708-1:2014 for implantable devices (SI Appendix, Fig. S16 ).
Soak testing of completed systems at elevated temperatures yields results that are consistent with separate evaluations of materials and device components described in previous sections. When configured to limit exposure of PBS to the front sides of the devices, the systems show stable performance in yield, gain, and noise amplitude in PBS at 96°C until day 2.5 ( Fig. 4 F-H) . This lifetime is only slightly shorter than that of individual transistors (Fig. 2C) , where the differences might be due to permeation of water through the peripheral edges of the platforms. Immersion of a Mg electrode with the interface structure in flexible form into PBS (37°C) provides additional information about the chronic stability under conditions most similar to those for in vivo test in animal models (SI Appendix, Fig. S17 ). The device has survived for 64 d without observable changes in Mg as of when this manuscript was revised on August 10, 2018. In vitro tests also allow evaluation of capabilities for using the p ++ -Si as a Faradaic electrical interface for stimulation. (SI Appendix, Fig. S19 ), leading to a sudden increase in impedance after 6 h, consistent with failures due to the complete dissolution (Fig. 5C, Inset) . Fig. 5D summarizes the changes in impedance at 1 kHz, highlighting the lifetimes of p ++ -Si and Au at different voltage inputs. The lifetimes of Au evaluated in this manner for stimulation at 2, 3, and 5 V are 6 h, 2 h, and 5 min, respectively. Similarly, a 300-nm-thick Pt electrode with the same geometry also shows delamination after 30 min at 5 V. In contrast, the p ++ -Si electrode shows no change even at 5 V for 24 h, indicating the excellent properties of this material as both an electrical interface and encapsulation layer for stimulation electrodes.
Conclusions
In summary, the results presented here provide a materials strategy and integration scheme that enables flexible, long-lived, and multiplexed active implants for Faradaic electrophysiological mapping and stimulation, with applicability across a range of various clinical and research modes of use. Systematic studies reveal that the sealed, monolithic p ++ -Si // t-SiO 2 structure enables chronic stability and conductive coupling to biotissues simultaneously. Compatibility with state of the art electronics, including those that can be sourced from modern semiconductor foundries, is a key advantage. The dual-sided geometry allows scaling to small electrodes at high area fill factors, with geometric layouts that do not depend on the area coverage of the supporting electronics (41, 42) . Mechanically flexible platforms of this sort offer many advantages compared with alternative systems for electrophysiology, with potential uses in neuroscience, cardiac science, and other areas. Immediate opportunities for further improvement are development of materials alternatives to p ++ -Si that do not react with biofluids, as a route toward extended operating lifetimes.
Materials and Methods
Procedures for Fabricating the Devices. promotor for bonding to a sheet of PI (Kapton, 13 μm) coated with Thermal evaporation of a bilayer of Cr (10 nm)/Au (300 nm) followed by photolithography and wet etching formed metal pads across the entire area of each unit cell with electrical interface to the electronics on the back side through the p ++ -Si. Cutting the device with a razor blade along the outer perimeter and peeling it from the handling substrate completed the fabrication process. Application of stiffening layer (Kapton, 150 μm thick) to regions of electrode contacts at the periphery enabled use of a zero insertion force connector as an interface to an external DAQ system. Subtracting the phosphorus lateral diffusion length (2x d ) associated with thermal oxidation (1,150°C, 15 min) from the channel length defined by photolithography (20 μm) yields the effective channel length (L eff ) of the transistor. The estimated value of x d is ∼2 μm, and L eff is ∼16 μm. For the transistor shown in Fig. 2E , the mobility is estimated to be: Procedures for Soak Testing the Devices. The soak tests used wells formed with PDMS to confine the PBS over the active areas of the devices. Exposure to UV ozone yielded surface chemistry that enhanced the bonding between the PDMS and t-SiO 2 surface, thereby ensuring a waterproof seal. Thin metal traces deposited by electron-beam evaporation and patterned by lithography and etching provided electrical connections to the device from probe pads located outside of the well. For testing the active matrix system, a glass slide bonded to the back side of the PI substrate with a thin layer of PDMS allowed direct contact to PBS from only the front side. PDMS applied to the peripheral edges minimized the effects of diffusion of water through the PI, the adhesive, and/or the associated interfaces. An oven maintained the entire testing system to set temperatures.
Systems for DAQ. The DAQ system consisted of three PXI-6289 DAQ cards (National Instruments) and a custom acquisition system interface board. The device connected to the DAQ through two flexible high-definition multimedia interface cables and a printed circuit board. Custom LabVIEW software controlled the system by biasing the PBS to simulate the electrical potential generated by biological tissues. An oversampling ratio of 4 further reduced the noise.
